
Details

Date : 29th March 2011 Type : Powder Free Latex Glove

Length : 12" Batch No : L370710

Testing method

On analysis in accordance with IES -RP-CC005.3, Test method for Gloves and Fingercots used in Cleanroom and other controlled enviroments.

Cleanliness Results :

No. Fluoride Chloride Nitrite Nitrate Bromide Phosphate Sulphate NVR FTIR result

of µg/cm
2

µg/cm
2

µg/cm
2

µg/cm
2

µg/cm
2

µg/cm
2

µg/cm
2

(DI)

Trial µg/cm
2

< 1.0 < 10.0 < 1.0 < 5.0 < 1.0 < 1.0 < 5.0 < 10.0

1 ND 6.886 ND 2.885 ND ND 2.625 6.55

2 ND 6.422 ND 2.645 ND ND 2.441 8.64

3 ND 6.678 ND 3.441 ND ND 2.906 7.22

Avg ND 6.662 ND 2.990 ND ND 2.657 7.47

1 ND 7.223 ND 3.448 ND ND 3.775 6.85

2 ND 7.945 ND 3.912 ND ND 2.902 8.22

3 ND 7.042 ND 3.678 ND ND 3.112 7.71

Avg ND 7.403 ND 3.679 ND ND 3.263 7.59

1 ND 8.116 ND 3.754 ND ND 2.996 7.02

2 ND 7.645 ND 2.965 ND ND 3.445 6.25

3 ND 7.885 ND 3.114 ND ND 3.001 6.78

Avg ND 7.882 ND 3.278 ND ND 3.147 6.68

1 ND 6.864 ND 3.996 ND ND 3.112 6.59

2 ND 7.452 ND 3.252 ND ND 3.847 7.55

3 ND 7.001 ND 3.745 ND ND 3.502 7.12

Avg ND 7.106 ND 3.664 ND ND 3.487 7.09

Conclusion

The Powder Free Latex Glove under Batch No : L370710 passed the above specification.

Prepared by : Approved by:

Ms Chong Ee Lane Ms Sabariah Salleh

QA Chemist QA Manager
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